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or replace a natural function.[1] These mate-
rials should be nontoxic, noninjurious, 
and nonimmunogenic (i.e., also known 
as biocompatible) for various applications 
involving tissue engineering,[2–4] minimally 
invasive sensors,[5–7] drug delivery,[8–10] etc.

Piezoelectric materials are a family of 
both organic (mostly polymers) and inor-
ganic materials that can convert mechan-
ical force into electricity and vice versa. 
In inorganic piezoelectric crystals, piezo-
electricity happens due to the arrange-
ment of ions in the noninverse symmetric 
structure of the dielectric material.[11] 
The internal polarization of the material 
changes linearly with the applied stress, 
causing an electrical field to develop 
across the material boundary. In organic 
piezoelectric polymers, the piezoelectric 

effect is caused by the molecular structure of the polymer and 
its orientation.[11,12] Piezoelectricity can also be found in some 
mammalian tissues. For example, hair, wool, horns, and hooves 
are mostly composed of α-keratin with a compactly aligned and 
polarized α-helical structure. Most parts of the musculoskeletal 
tissue have a highly collagenous structure. Collagen also has 
a spiral structure with three helical fibrils. Each collagen fibril 
shows lateral piezoresponse along the fibril axis. Thus, tissues 
that are heavily comprised of collagen, including bone, cartilage, 
ligaments, and tendons, are all piezoelectric in nature.[13,14]

Among the many applications for piezoelectric technologies, 
those that involve interfaces with biological systems represent 
an exciting area of rapid development. Inorganic piezoelectric 
materials are biocompatible or can be biocompatible after being 
encapsulated. This includes materials like lead zirconate titanate 
(PZT),[15] aluminum nitride (AlN),[16] zinc oxide (ZnO),[17] 
barium titanate (BaTiO3),[18] lithium niobate (LiNbO3),[19] and 
quartz.[20] Organic materials, however, are biocompatible and 
environmentally friendly in nature. Polar polymers, such as 
polyvinylidene fluoride (PVDF), are ferroelectric and exhibit 
normal piezoelectric effects after poling treatments.[21] Optically 
active polymers, such as poly(l-lactic acid) (PLLA) and poly(d-
lactic acid) (PDLA), exhibit shear piezoelectric effects after uni-
axial elongation.[22,23] Devices made of piezoelectric polymers 
are less expensive in terms of material cost and processing, 
because polymer-based devices do not require advanced micro-
fabrication facilities.[11] However, when compared to inorganic 
piezoelectric materials, an organic piezoelectric material often 
does not have a comparable piezoelectric output.[24]

All piezoelectric materials, when processed appropriately, 
become a powerful biomaterial that can be interfaced with 

Recent advances in materials, manufacturing, biotechnology, and 
microelectromechanical systems (MEMS) have fostered many exciting 
biosensors and bioactuators that are based on biocompatible piezoelectric 
materials. These biodevices can be safely integrated with biological systems 
for applications such as sensing biological forces, stimulating tissue growth 
and healing, as well as diagnosing medical problems. Herein, the principles, 
applications, future opportunities, and challenges of piezoelectric biomaterials 
for medical uses are reviewed thoroughly. Modern piezoelectric biosensors/
bioactuators are developed with new materials and advanced methods in 
microfabrication/encapsulation to avoid the toxicity of conventional lead-
based piezoelectric materials. Intriguingly, some piezoelectric materials are 
biodegradable in nature, which eliminates the need for invasive implant 
extraction. Together, these advancements in the field of piezoelectric materials 
and microsystems can spark a new age in the field of medicine.

Piezoelectric Biomaterials

1. Introduction

Biomaterials are a class of natural, synthetic, alive, or lifeless 
materials that can interact with biological systems to augment 
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biological tissues and used for miniaturized bioelectronic and 
biomechanical devices. In this regard, piezoelectric materials 
play a significant role in the field of biomedical microelectro-
mechanical systems (BioMEMS).

The following sections provide a thorough review on dif-
ferent piezoelectric biomaterials that can be used in the 
field of biosensors and bioactuators. We will focus on the  
aspects of operating principles, properties, and biomedical 
applications. While we will discuss common piezoelectric 
materials used for the development of biodevices such  
as PVDF, PZT, ZnO, and AlN, a thorough review of organic 
piezoelectric materials will be provided. A comparative analysis 
between different organic piezoelectric materials and their 
most common inorganic counterparts for applications in bio-
medicine is also presented. We conclude with remarks on 
future trends and challenges of piezoelectric biomaterials for 
biomedical applications.

2. Mechanisms of Piezoelectricity in Inorganic 
and Organic Materials

2.1. Inorganic Materials

Piezoelectricity in inorganic materials is explained by displace-
ment of ions inside crystals. When a piezoelectric material is 
placed under stress, the atomic structure of the crystal changes, 
such that the balance of ions in the structure shifts, and a 
dipole moment is created. For a net polarization to develop, 
the dipole formed must not be cancelled out by other dipoles 
in the unit cell. To do this, the piezoelectric atomic structure 
must be non-centrosymmetric, i.e., there must be no center 
of symmetry. Some centrosymmetric materials also experi-
ence symmetry breaking in nonequilibrium conditions or in 
nanoscale dimensions (e.g., hydroxyapatite) which can make 
them piezoelectric.[25]

Figure 1 depicts the mechanisms of piezoelectricity (process 
to induce polarization) for different materials. AlN is a tetra-
hedrally bonded semiconductor and there is a N atom in a tet-
rahedral interstice surrounded by four Al atoms (Figure 1a).[26] 
In each interstice, there is no center of symmetry, so when a 
stress is applied, the motion of the central atom results in a 
dipole moment.[27] AlN is a popular piezoelectric material for 
the fabrication of high frequency resonators, filters, sensors, 
optical devices, acousto-optic devices, surface acoustic wave 
(SAW) devices, and bulk acoustic wave (BAW) devices. The 
nontoxic AlN continues to be an attractive material for biosen-
sors and other biodevices. AlN’s widespread applications are 
due to numerous properties, such as chemical stability, a wide 
bandgap, and high acoustic velocity. Due to its high acoustic 
velocity and good electromechanical coupling ability,[28] the use 
of piezoelectric AlN thin films is in great demand for gigahertz 
devices and shows potential for sensor applications.

The polarization process for PZT is very similar to AlN. PZT 
is a non-centrosymmetric crystal structure (Figure 1b) and has 
a net nonzero charge in each unit cell of the crystal before the 
application of mechanical stress. After applying stress, there is 
a shift in the position of the titanium ion inside the unit cell 
and electrical polarity develops. As a result, the unit cell turns 
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into an electric dipole.[15] For inorganic materials like AlN and 
PZT, piezoelectricity is induced by poling the material under a 
high electric field at an elevated temperature. For a crystalline 
AlN film, the piezoelectric coefficient is highly dependent on 
the crystal orientation of the film, which cannot be changed 
after deposition. In contrast, the internal dipoles of PZT can 
be reoriented by the application of an external electric field, 
leaving a remnant polarization at zero applied electric field.[11] 
In comparison to previously discovered metallic oxide-based 
piezoelectric materials, PZT exhibits greater sensitivity and 
has a higher operating temperature. PZT is physically strong, 
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chemically inert, and relatively inexpensive to manufacture.[29,30] 
PZT possesses superior electromechanical properties, owing to 
its large piezoelectric charge constant, rendering it particularly 
attractive for applications in biodevices.[31] Although PZT and 
inorganic materials possess inferior flexibility when compared 
to their organic counterparts, many inorganic materials assem-
bled in ultrathin films or nanowires (NWs) can exhibit good 
mechanical flexibility.[32–34]

Biocompatibility is essential for the application of biosen-
sors in vivo or in vitro. Biocompatibility must be investigated 
for PZT, mostly due to the fact the material contains lead, 

which adversely effects organisms.[35] Some researchers have 
attempted to transform PZT into a piezoelectric ceramic with 
excellent biocompatibility. In one example, researchers tried to 
improve the biocompatibility of PZT by treating the surface with 
titanium, which has a high biocompatibility and has been used 
extensively in orthopedic metallic implants.[36] The results indi-
cate that the proliferation rate of titanium-coated PZT is good, 
but different approaches such as dipping a metal into blood 
are still required. Perovskite piezoelectric materials, aside from 
PZT, such as BaTiO3-, LiNbO3-, lead zirconate niobate–lead  
titanate (PZN–PT)-, lead magnesium niobate–lead titanate 

Adv. Mater. 2019, 31, 1802084

Figure 1.  Mechanisms of piezoelectricity in different materials. a) Polarization process of AlN[60] and the effect of piezoelectricity on the tetrahedral 
coordinate of a AlN crystal. b) Polarization process of PZT[61] and stress-induced phase transition in PZT.[15] c) Structures of non-piezoelectric (α-phase) 
and piezoelectric (β-phase) PVDF.[49] d) Molecular structure of PLLA chain with orientation of CO dipoles in all directions and preferential orientation 
of the CO dipoles after electrospinning process.[57]



© 2018 WILEY-VCH Verlag GmbH & Co. KGaA, Weinheim1802084  (4 of 15)

www.advmat.dewww.advancedsciencenews.com

(PMN–PT)-, barium zirconate titanate–barium calcium titanate 
(BZT–BCT)-, potassium sodium niobate (KNN)-, and bismuth 
sodium titanate (BNT)-based materials are also biocompatible.

ZnO is an inorganic piezoelectric material and has a unique 
set of properties including excellent transparency,[37] high  
electron mobility,[38] and biocompatibility.[39] ZnO can also be 
used for flexible mechanical energy harvesting devices and as 
an active material for transient electronics and strain sensing 
devices.[40,41] Although zinc oxide has many advantages,  
very high processing temperatures are required to fabricate 
ZnO-based devices (400–500 °C)[42] which limits its application 
to some specific areas.

Gallium nitride (GaN) is a biocompatible piezoelectric 
material.[43] Additional advantages of GaN include a large 
energy bandgap of 3.4 eV,[44] high electron mobility,[45] excellent 
chemical stability,[46] and low electrical drift in ionic solutions.[47] 
Gallium nitride provides no biofunctional influence on cellular 
environments,[48] which is an important parameter for future 
biosensing applications.

2.2. Organic Materials

Piezoelectricity in organic materials is the process of reori-
enting the molecular dipoles within the bulk polymer. This can 
be achieved through the application of a high electrical field or 
stretching (drawing). Other organic piezoelectric materials like 
glycine, collagen, silk, self-assembled diphenylalanine peptide 
nanotubes (PNTs), and graphene have also attracted attention 
in recent years.

Figure 1c depicts this process for PVDF. Five crystal phases 
(α, β, γ, δ, ε) have been reported for PVDF, and α and β phases 
are the most commonly utilized.[49] In the α phase, the chains 
are packed in the unit cell so that the molecular dipoles are 
antiparallel, resulting in nonpolar crystal structures. The β 
phase exhibits the best piezoelectric properties, because all the 
dipoles are parallel and contribute to the highest dipole moment 
per unit cell.[50] Unlike other piezoelectric materials, such as 
PZT, PVDF has a negative d33 value. This negative piezoelectric 
effect arises from the self-consistent quantum redistribu-
tion of electron molecular orbitals, the shifting of charged 
atomic nuclei, and dipole reorganization, under the action of 
applied electric field.[51] Physically, this means that PVDF will 
compress when exposed to the same electric field that makes 
PZT expand.[52] The negative piezoelectric effect could be useful 
for new applications in biosensing and energy harvesting. 
The inertness of PVDF makes it a good candidate for use in 
surgical meshes and sutures, while its piezoelectricity makes 
it an appropriate material for wound healing.[53] Attempts have 
been made to use PVDF together with other materials to form 
composites that would overcome such drawbacks.[54–56]

Figure 1d (left) presents PLLA in the α-crystalline form (ther-
modynamically stable conformation), where the CO dipoles 
are randomly oriented along the main chain. In order to induce 
piezoelectricity, the chains must be thermally stretched to trans-
form the α-crystalline form into β-crystalline form, which repre-
sents a change from randomly oriented molecular chains to 
molecular chains being aligned along the stretched direction.[57] 
The electrospinning process can also align the CO bond to 

create piezoelectric PLLAs as seen in Figure 1d (right). PLLA is 
a transparent and very flexible plant-derived polymeric material, 
and is considered suitable for applications in mobile devices as 
an environmentally friendly, flexible, transparent, piezoelectric 
thin film.[58] However, the practical application of PLLA is lim-
ited because its piezoelectric constant is much lower than that 
of inorganic piezoelectric materials such as PZT. It is noted that 
elongated PLLA films have no spontaneous polarization, unlike 
poled polymers such as PVDF, but still have a large shear 
piezoelectric constant.[59] Although it has a complex higher 
ordered structure with intermingled crystalline and amorphous 
regions, it is possible to control the degree of crystallinity of 
PLLA through a thermal annealing process. Therefore, the 
piezoelectric constant of a PLLA film can be engineered and 
improved by increasing crystallinity and molecular orientation. 
This biodegradable and biocompatible film has many promi
sing applications in the future of biosensors/actuators.

Glycine is a polymorphic amino acid and can form three dis-
tinct crystalline structures (α, β, and γ structures) depending 
on the crystallization conditions.[62] α-glycine is centrosym-
metric, and thus non-piezoelectric.[63] β- and γ-glycine have 
acentric structures and generate shear piezoelectricity.[64] The 
piezoelectric strain constant and piezoelectric voltage constant 
of β-glycine was measured to be around d16 = 190 pm V−1 and 
g16 = 8 Vm N−1, respectively.[63] This high piezoelectricity along 
with the biocompatibility and controllable biodegradability  
of glycine makes this piezoelectric, organic material poten-
tially useful for biomedical and biotechnological applications.

The piezoelectric effect in collagen comes from polar and 
charged groups in the molecule.[65] Under mechanical stress, 
the dipole moments of these residues reorient toward the long 
axis of the collagen molecule and the magnitude of the dipole 
moments change. Together, these effects result in the overall 
piezoelectric effect in collagen.[65] The shear piezoelectric con-
stant of collagen is around d14  = 0.1 pm V−1,[66] but recent 
studies tend to improve this value by adding chitosan[67] or by 
adjusting the pH from acidic to neutral.[68]

Silk is known to have a combination of amorphous and 
crystalline phases.[69] Silk’s piezoelectricity is due to a combination 
of a high degree of silk II, β-sheet crystallinity, and crystalline 
orientation.[70] Silk films with draw ratio = 2.7 exhibit shear 
piezoelectric coefficients of d14  =  −1.5 pC N−1.[70] Silk fibroins 
have found their use in tissue engineering,[71] regenerative 
medicine,[72] and bone fracture healing.[73] Piezoelectric silk could 
potentially enable development of exciting piezoelectric silk-based 
BioMEMS devices/wearable sensors.

Self-assembled PNTs also show shear piezoelectricity.[74,75] 
PNTs are made from amino acids, and are very promising can-
didates for the future generations of “green” piezoelectric mate-
rials and piezodevices. The shear piezoelectric constant of PNT 
is around d15 = 60 pm V−1.[74]

Biomedical applications of 2D materials like graphene are 
rapidly growing.[76–78] Recent discovery of the piezoelectric 
effects in graphene[79] has opened a new avenue for piezo-
electric sensors and actuators due to the unique properties of 
these materials such as high flexibility and stretchability.

New classes of composite piezoelectric materials tend to 
combine different advantages of inorganic materials (e.g., high 
piezoelectricity) and organic materials (e.g., flexibility). Recent 
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developments in piezoelectric nanocomposite–based biomed-
ical devices have shown various applications for these mate-
rials.[80–82] Organic–inorganic hybrid nanogenerators are very 
promising for various applications ranging from flexible wear-
able electronics to human–machine interfaces.[81,83]

Figure 2 provides a comparison of piezoelectric coefficients 
for different biocompatible piezoelectric materials.

3. Device Applications from Different 
Piezoelectric Materials

3.1. Applications of Inorganic Piezoelectric Materials

3.1.1. Cell and Tissue Characterization

Nanoribbons of PZT have been developed by Dagdeviren et al.[89] 
that enable in vivo measurements of soft tissue viscoelasticity. 
The device is made by a stacking and microcontact transferring 
method (Figure  3a). An array of actuators is laminated on the 
skin and stimulated to generate tissue deformations that are 
measured by another set of the PZT sensors to provide informa-
tion on the mechanical properties of skin (Figure  3b). Unlike 
conventional characterization methods which are invasive and 
tailored only for specific regions of the body, their systems  

achieved conformal contact with the underlying complex topo
graphy and texture of the targeted skin. The group then validated  
their piezoelectric actuator–sensor pairs by applying them on 
a variety of soft biological tissues and organ systems in animal 
models. Figure 3c–f shows the ex vivo measurements from the 
apex of the bovine heart, left ventricle (LV) and right ventricle 
(RV), and lung. Studies on human subjects established the clin-
ical significance of these devices for rapid and noninvasive char-
acterization of skin mechanical properties.

In another work, Nguyen et al.[90] used PZT nanoribbons to 
measure mechanical deformations generated by cells and tis-
sues. They transferred arrays of PZT nanoribbons onto a sili-
cone elastomer and measured mechanical deformations of an 
explanted cow lung during simulated respiration (Figure 3g,h). 
The PZT nanoribbons provide a minimally invasive and scal-
able stage for electromechanical biosensing. Yet, work to inves-
tigate the long-term biocompatibility of the PZT nanoribbons 
in vivo should be performed prior to the use of these PZT-based 
devices in the human body.

3.1.2. Energy Harvesting

Piezoelectric energy harvesting systems are promising for use in 
future self-powered biomedical electronics. Recently, various kinds 
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Figure 2.  Relationship between applied normal (σ) and shear (τ) stress and corresponding induced electric field (E), and comparison of piezoelectric 
coefficients for different biocompatible piezoelectric materials.
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of piezoelectric materials such as PZT, PMN–PT, ZnO, and BaTiO3 
have been utilized to scavenge energy from various sources of 
deformation, including body movements and heartbeats.

Dagdeviren et  al.[91] worked on a flexible PZT-based energy 
harvester that is capable of storing energy from the natural 
motions of the heart, lung, and diaphragm. A thin layer of Au/Cr  
(gold/chromium) was deposited on the top of PZT ribbons as 
an electrode. The bottom platinum/titanium (Pt/Ti) electrode 
was patterned by a wet etching process and then the device was  
sealed with a poly(dimethylsiloxane) (PDMS) stamp. A schematic,  
an optical microscope image, and a photograph of the device 
are illustrated in Figure 3i–k. In vivo testing involved attaching 
the device to the RV, LV base, and free wall of bovine and ovine 
hearts. The results showed that the piezoelectric energy harvester 

can store significant electrical power from motions of internal 
organs at levels that meet requirements for practical applications.

Hwang et  al.[92] fabricated a self-powered cardiac pacemaker 
by single crystalline PMN–PT. Top and bottom Au electrodes are 
deposited on both sides of the PMN–PT film using DC sput-
tering. A layer of SU-8 was then coated on the PMN–PT energy 
harvester to protect the device. The animal experiment was con-
ducted to implant the energy harvester in the cardiac muscle of 
a live rat to detect deformations from the heart and power the 
pacemaker. The reported results describe a high electric power 
that can be used as an additional energy source for a pacemaker.

Nanogenerators based on other piezoelectric materials such 
as ZnO and GaN have also been studied to harvest the bio-
medical energy.[93–96] Flexible, bendable, and stretchable ZnO 

Adv. Mater. 2019, 31, 1802084

Figure 3.  Applications of inorganic piezoelectric materials. a–f) Compliant modulus sensor (CMS)–based on nanoribbons of PZT in arrays of mechanical 
actuators and sensors. (a) Exploded-view schematic illustration of the device, with a top view in the lower-left inset, and a cross-sectional view of actuators 
and sensors in the black-dashed inset. (b) SEM image of a device on an artificial skin sample. (c–f) Photographs of a device placed on: (c) heart apex, 
(d) left ventricle, (e) right ventricle, (f) lung. a–f) Reproduced with permission.[89] Copyright 2015, Nature Publishing Group. g,h) Piezoelectric  
nanoribbons for monitoring cellular deformations. (g) Photograph of flexible PZT nanoribbon chip. (h) Photograph of PZT nanoribbons on PDMS 
biointerfaced with cow lung tissue for sensing deformations during a mimicked respiration process. g,h) Reproduced with permission.[90] Copyright 2012, 
Nature Publishing Group. i–k) Flexible PZT mechanical energy harvester (MEH). (i) Exploded-view schematic illustration with a top view (inset). 
(j) Optical microscopy image of PZT ribbons printed onto a thin film of PI. (k) Photograph of a flexible PZT MEH with cable for external connection.  
i–k) Reproduced with permission.[91] Copyright 2014, National Academy of Sciences.
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nanowires and GaN nanorods are promising for solving power 
supply problems in biomechanical devices because they can 
maintain high performance under strain and deformation.

3.1.3. Biochemical Sensing

Some specific biomolecules and proteins can be detected 
through piezoelectric biosensors. Piezoelectric materials 
with high acoustic velocity are a very good candidate for 
this application. AlN piezoelectric acoustic biosensors pro-
vide real-time responses and quantified data.[97,98] Chen 
et  al.[98] developed a highly sensitive AlN biosensor and 
used it to detect pesticide residues. On one of the faces of 
the piezoelectric resonator, acetylcholinesterase enzyme 
is attached as the sensitive coating. From the reduction 
of the frequency shift compared with the levels found in 
their absence, traces of organophosphorus pesticides in 
the solution can be detected. The AlN biosensor exhibits a 
remarkably low detection limit, a linear response, and good 
reproducibility. This method can be extended to detect a 
wide variety of biological reactions, such as antigen–anti-
body binding, protein–ligand interactions, and genetic 
hybridizing, which could provide information for the studies 
of biological reaction kinetics.

3.2. Applications of Organic Piezoelectric Materials

3.2.1. Pressure Sensing

Organic piezoelectric materials are more flexible than their 
inorganic counterparts, therefore they can deform under 
smaller applied forces. This behavior makes them suitable for 
biomedical pressure sensing applications.

Aligned nanofibers of PVDF have been used by 
Persano et al.[99] to fabricate a flexible, self-powered, and light-
weight pressure sensor. Polyimide substrates are attached to 
the ends of a ribbon shaped sample of fiber arrays, as depicted 
in Figure  4a. Figure  4b shows the freestanding film of highly 
aligned PVDF–trifluoroethylene (TrFE) fibers. The result of 
a cyclic bending test is presented in Figure  4c. This device is 
capable of measuring small pressures (≈0.1 Pa). The collective 
results suggest that the capabilities of the sensor could be val-
uable for a range of applications in biomedical and wearable 
electronics.

Biodegradability is an essential element for the detection 
of molecules in the next-generation of biosensors. In some 
acute or short-term medical applications (e.g., wound or bone 
healing), where sensor functionality is required only for a lim-
ited time, the implantation of biodegradable PLLA sensors 
could avoid the need for a secondary removal surgery.

Adv. Mater. 2019, 31, 1802084

Figure 4.  Organic piezoelectric materials for pressure sensing. a–c) Piezoelectric PVDF pressure sensor. (a) Photograph of the manipulator used to 
apply pressures, for the purpose of studying the voltage response. (b) Photograph of a freestanding film of highly aligned piezoelectric fibers. Scale bar, 
1 cm. (c) Measured voltage response of an array of PVDF–TrFe fibers under cycling bending at 1 Hz. a–c) Reproduced with permission.[99] Copyright 
2013, Nature Publishing Group. d–h) Biodegradable piezoelectric PLLA pressure sensor. (d) Simplified schematic representing the biodegradable 
piezoelectric PLLA sensor. (e) Optical image of a fabricated biodegradable piezoelectric PLLA sensor. (f) Optical images showing the sensor at different 
days in the buffered solution. (g) Optical image illustrates the sensor and a mouse abdominal cavity with diaphragmatic membrane. (h) Surgical wound 
closed up by medical suture on abdomen of the mouse, which received an implanted PLLA sensor. d–h) Reproduced with permission.[100] Copyright 
2018, National Academy of Sciences.
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The first completely biodegradable piezoelectric force sensor 
was developed by Curry et al.[100] to monitor important physi
ological forces. Piezoelectric PLLA is made by a stretching/
annealing process at 90 °C for 8 h. A 3 mm × 15 mm  
patch of treated PLLA was cut at a 45° angle relative to the 
stretched direction of a draw ratio 4.6 film to fabricate the 
piezoelectric element of the sensor. A combination of mag-
nesium/iron is deposited on the film and the film is then 
folded and compressed between molybdenum electrodes 
to achieve a multilayer design depicted in Figure  4d. The 
sensor is then compressed between sheets of 100 µm thick 
poly(lactic acid) (PLA), and sealed with biodegradable PLA 
glue and a thermal bag sealer. This results in the biode-
gradable PLLA sensor depicted in Figure  4e. As depicted in 
Figure  4f, the sensor is completely degraded after a period 
of 56 days at an elevated temperature of 74 °C. Due to the 
sensor’s ability for miniaturization and the biocompat-
ible/biodegradable nature of the materials used, it can be 
implanted anywhere in the body with minimal immune 
response. For instance, the group demonstrated the PLLA 
piezosensor can be implanted inside the abdominal cavity of 
a mouse to monitor the pressure of diaphragmatic contrac-
tion (Figure  4g,h). The device has a wide range of measur-
able pressures (0–18 kPa). Moreover, the simple fabrication 

process, compared to photolithography-based sensors, makes 
the sensor more promising for clinical implementation.

3.2.2. Catheter Applications

PVDF has been studied recently as a sensing element in  
endovascular catheters due to its flexibility, stretchability, and 
biocompatibility.[101–105] In a notable example,[105] PVDF–TrFE  
core–shell nanofibers are fabricated using poly(3,4-ethylene
dioxythiophene) (PEDOT) (a conducting polymer) as a core and 
PVDF–TrFE as a shell (Figure 5a). A thin film of copper is depos-
ited to create the external electrode. Highly aligned nanofibers 
were fabricated to significantly boost device sensitivity and flexi
bility (Figure  5b). The fabrication process of this electrospun-
nanofiber-based sensor is presented in Figure  5c. The results 
show that core–shell fiber-based device has significantly boosted 
the sensitivity, nearly 40-fold higher than the thin-film structures.

PVDF-based sensors have been used by Sharma et  al.[102] 
to measure the real-time flow in catheter applications. This 
is accomplished by spin-coating PVDF–TrFE copolymer 
into thin films to tap the near β-phase formation. The 
biocompatible PVDF–TrFE sensor is fabricated using low-
cost, low-temperature fabrication techniques (Figure  5d), 

Adv. Mater. 2019, 31, 1802084

Figure 5.  Organic piezoelectric materials for catheter application. a) Smart catheters with PVDF nanofiber–based pressure sensors. b) Photograph and 
SEM images showing patterned nanofibers in aligned and random orientations. c) Schematic for fabrication of electrospun nanofiber–based devices. 
a–c) Reproduced with permission.[105] Copyright 2013, IEEE. d) Fabrication process for PVDF–TrFE devices. e) SEM images of PVDF–TrFE thin film on 
substrate. f) Fabricated metal–PVDF–TrFE–metal (MIM)-structured pressure sensors of dual and quadruple membrane devices (bottom half) showing 
the device dimensions. d–f) Reproduced with permission.[102] Copyright 2012, Elsevier.
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and is later integrated with a catheter for intravascular meas-
urements. The process is fully compatible with existing 
micromachining fabrication processes without additional 
mechanical stretching and electrical poling. Different ratios 
of PVDF–TrFE and curing processes are studied to find the 
optimum conditions for better adhesion (Figure  5e). They 
show that a thinner PVDF film (1 µm) shows higher piezo-
electricity and sensitivity than a thicker film (6 µm). This 
sensor (Figure  5f) demonstrated great potential for flow 
direction measurements as an implantable biomedical device 
owing to its fast recovery time (0.17 s), biocompatibility, and 
compact form factor. Piezoelectric PVDF nanofibers have 
shown great promise for the realizations of more robust, reli-
able, flexible sensors on catheters to revolutionize the field of 
minimally invasive surgeries.

3.2.3. Healthcare Monitoring

Over the last few years, noninvasive biosensors demonstrated 
unique capabilities for physiological signal monitoring, disease 
diagnosis, and health assessment. Electronic skins (e-skins) with 
their flexible and stretchable properties have attracted increasing 
attention for potential applications in wearable sensors, medical 
diagnostic devices, and healthcare monitoring systems.

Flexible ferroelectric skins, fabricated by composite films of 
PVDF and graphene oxide (GO), were used to detect and dis-
criminate between multiple stimuli, including static/dynamic 
pressure, and temperature, with high sensitivities. PVDF/GO 
films were cast at 50 °C to crystallize the PVDF into β-phase, 

and then annealed at 160 °C to increase the conductivity, and 
finally quenched in liquid nitrogen. Schematic diagrams of the 
sensor array are depicted in Figure  6a. By placing gold elec-
trode arrays on the top and bottom of the film, the temperature 
variation of a human hand can be mapped by the temperature 
sensor (Figure 6a). Figure 6b shows the ability of the e-skin to 
monitor the simultaneous artery pulse pressures and tempera-
ture. Flexible, stretchable, and cost-effective wearable e-skins 
are promising tools for the prevention of illnesses and the pre-
diction of early diseases.

In another work, a wearable self-powered PVDF sensor is 
fabricated by Liu et al.[106] for respiration sensing and healthcare 
monitoring. The structure of the piezoelectric sensor is illus-
trated in Figure  6c. Gold films are employed as electrodes to 
compactly sandwich both the surfaces of the compressed PVDF 
film and a silicone substrate is used to enhance the flexibility 
of the whole device. The sensor has been placed in different 
parts of body for different pressure sensing applications. It can 
be used as a physiological signal recording system to measure 
respiration signals, or as a detector for human gestures and 
vocal cord vibrations. Since the piezoelectric sensor can detect 
subtle muscle movements, it has promising applications in the 
recovery of stroke patients who have suffered paralysis.

Human physiological monitoring systems based on other 
piezoelectric materials such as silk[69,107] and collagen[108,109] 
have also been studied recently (Figure  6d,e). A flexible/wear-
able electronic device based on natural silk[69] and a fish skin–
based electronic skin composed of collagen nanofibrils[108] are 
other notable developments in personalized healthcare moni-
toring systems.

Adv. Mater. 2019, 31, 1802084

Figure 6.  Organic piezoelectric biomaterials for healthcare monitoring. a,b) Human-skin-inspired multifunctional e-skin. a) Detection of temperature 
distribution on the human palm. b) Photograph of a wearable e-skin for monitoring artery pulse pressure and temperature. The enlarged schematic 
illustrations indicate the effect of temperature on the constriction (cold) and dilation (warm) of arterial vessels. a,b) Reproduced with permission.[110] 
Copyright 2015, Science Publishing Group. c) Structure of the wearable PVDF electrospun sensor for health monitoring. d) Photograph of the silk 
device for detection of wrist pulses. Reproduced with permission.[107] Copyright 2014, Wiley-VCH. e) Photograph of the collagen-based flexible sensor. 
Reproduced with permission.[108] Copyright 2017, American Chemical Society.
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3.2.4. Cell and Tissue Actuators

PVDF: Tissue stimulators that are biocompatible, biodegrad-
able, small, and flexible have been used in various biomedical 
applications. Several studies have shown that organic piezo-
electric actuators, for example, PVDF can be used for tissue 
engineering scaffolds to promote tissue regeneration.

Frias et  al.[111,112] used a PVDF actuator to experimentally 
validate the use of piezoelectric materials as a means of directly 
straining bone cells by the converse piezoelectric effect. The 
actuator consists of a thin film of PVDF, printed with silver ink 
on both sides as electrodes (Figure  7a). The PVDF surface is  
coated with poly(methyl methacrylate) (PMMA)/bone-like 
apatite layer  to improve adhesion of osteoblasts to the device 
surface and electrical insulation (Figure  7b,c). Osteoblasts 
were grown on the surface of the piezoelectric material and 
the cellular response of the osteoblasts was studied. These 
results suggest that the both static and dynamic substrates 
affect cell viability and proliferation.

Damaraju et  al.[113] showed that piezoelectric materials can 
be fabricated into flexible, 3D fibrous scaffolds and can be 
used to stimulate human mesenchymal stem cell differentia-
tion. Figure 7d,e shows the testing device used to measure the 
electrical output from the bulk scaffold. Figure 7g,h illustrates 
the electrospun piezoelectric scaffolds and the annealed PVDF–
TrFE fibers, respectively. Piezoelectric scaffolds that exhibit 
high output voltage helped osteogenic differentiation. On the 
other hand, piezoelectric scaffolds with a low voltage output 
helped chondrogenic differentiation. Results show that cell dif-
ferentiation under electromechanical actuation is greater than 
mechanical actuation alone.

Piezoelectric nanocomposites using PVDF fibers and barium 
titanate nanoparticles (BTNPs) are investigated by Mota et al.[114] 
for cochlear stimulation. BTNP/PVDF ultrafine fibers were 
electrospun and used as novel electromechanical transducers 
to restore cochlear function. To explore the biocompatibility 
of the material, OC-k3 epithelial cells were seeded into wells 
containing nanocomposite fibers (Figure  7i). The epithelial 
cells showed intact nuclei in the areas surrounding the fibers, 
thus indicating their cytocompatibility (Figure 7j). The BTNP/
PVDF fibers also promoted the proliferation of neural cells 
under dynamic culture (Figure 7k,l). Collectively, the obtained 
findings are highly suggestive that nanostructured piezoelectric 
materials will be able to improve the material performance 
by favoring the tissue/material interaction at targeted cellular 
levels.

The effect of electrospinning parameters on the piezo-
electricity of PVDF nanofiber actuators is investigated by 
Wang et al.[115] PVDF nanofibers were fabricated using an elec-
trospinning setup and then were pressed to get a smooth sur-
face. The pressed fibrous mat was sputtered with Au electrodes 
on both the surfaces and then poled in a silicon oil bath under 
an electric field to obtain high piezoelectricity (Figure  7m). 
The fabricated actuator under optimized electrospinning con-
ditions was then used for implanted energy harvesting in rats 
(Figure  7n). Since electrospun PVDF–TrFE nanofibers have 
excellent biocompatibility and a large piezoelectric effect, fibro-
blast cells developed perfectly along the fiber direction, and the 
proliferation rate was promoted by 1.6-fold (Figure 7o,p).

Using wireless stimulations to induce piezoelectricity in 
polymers to promote differentiation of neuronal cells can create 
a new road for contactless, controlled neuroregenerative thera-
pies. An in vitro demonstration on the effect of ultrasonically 
stimulated piezoelectric β-PVDF for neurite generation in PC12 
cells was provided by Hoop et al.[116] Commercially purchased 
PVDF membrane was coated with gold electrodes, and then 
actuated by ultrasonic waves to cause mechanical deformations 
(Figure 7q). The results showed that the ultrasound is capable 
of inducing polarization in the piezoelectric polymers, hence, 
initiating differentiation of PC12 cells (Figure  7r). This study 
demonstrates that using a combination of ultrasonic actuation 
and piezoelectric polymers is promising for the differentiation 
of neuronal cells and deserves further investigation.

Recent developments in tissue engineering have shown the 
application of PVDF scaffolds to preserve the contractility of 
cardiomyocytes and promote cell–cell communication.[117] In 
this study, the proposed scaffold is based on a polycaprolac-
tone (PCL) magnetic nanofilm (MNF) coated with piezoelectric 
microfibers of PVDF–TrFE (PIEZO). To fabricate MNF+PIEZO 
scaffold, electrospun nanofibers of PIEZO deposited in a spin-
coated solution of PCL. Piezoresponse force microscopy (PFM) 
shows the maximum piezoelectric constant of d14 = 11.1 pm V−1.  
The reported results indicate that cardiac cells cultured in 
MNF+PIEZO scaffold have higher contractility for at least 
12 days. Overall, the scaffold promotes rat and human cardiac 
cell attachment but future studies should further investigate 
the effect of piezoelectric materials in cardiomyocyte function.

PLLA: Tajitsu et  al. in a series of papers[118–121] utilized the 
piezoelectric properties of PLLA to develop a biodegradable 
tweezer which can be inserted into the body through a catheter 
for the treatment of thrombosis. Figure 8a illustrates the oper-
ating principle of this simple tweezer. The PLLA fibers obtained 
by dry jet spinning were actuated by an externally applied AC 
voltage. The PLLA tweezer was then inserted into a blood vessel 
to demonstrate its ability to grasp a blockage due to thrombosis 
(Figure  8b–d), and then remove it (Figure  8e–g). The tweezer 
also demonstrated its potential to release and grasp a silica 
bead (Figure 8h,i). Due to the biocompatibility, biodegradability, 
and high sensitivity of the PLLA tweezers, PLLA will find appli-
cations in cellular biology, tissue engineering, nanomedicine, 
and cell delivery.

There are also numerous attempts to use the biocompatible 
and biodegradable piezoelectric PLLA polymer as a tissue stim-
ulator to promote the proliferation and differentiation of cells. 
Implanted drawn (piezoelectric) PLLA rods in the intramed-
ullary cavity of feline tibiae of cats form meaningfully higher 
callus in contrast to undrawn (non-piezoelectric) PLLA rods 
(Figure 8j,k).[122] As the draw ratio of the PLLA rod increased, 
fracture healing is clearly improved due to the increased callus 
formation. This finding strongly suggests that the drawn 
PLLA can provide improved fracture fixation devices, because 
they are resorbable in the body, making a second surgery 
unnecessary.

The fact that tissue regeneration benefits from the use of 
piezoelectric PLLA might be because polarized PLLA shows 
greater protein adsorption and enhances cellular adhesion and 
proliferation.[123,124] Figure 8l depicts a PFM image of nonpoled, 
positively poled, and negatively poled PLLA films. Figure 8m–p 

Adv. Mater. 2019, 31, 1802084
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Figure 7.  PVDF-based actuators and tissue stimulators. a) This scheme illustrated the cell culture exposition to micro vibration when seed in the active 
area of the piezoelectric subtract. b,c) Optical microscopy images that shows the distribution of the PMMA/bone-like apatite layer in the PVDF membrane.  
a–c) Reproduced with permission.[111] Copyright 2010, Elsevier. d) Top-down view of the electrical testing setup where the piezoelectric material is 
sandwiched between copper tape. e) Side-view and f) schematic of the testing device where force is applied and recording made by the oscilloscope.  
g) SEM images of the as-spun PVDF–TrFE. h) Annealed PVDF–TrFE. d–h) Reproduced with permission.[113] Copyright 2017, Elsevier. i–l) Panel showing 
in vitro interaction of cells with BTNP/PVDF under fluorescence microscopy: (i) microscopy image showing cell nuclei in the fibers, (j) microscopy 
image displaying many cell nuclei on the glass around the fibers, (k) conventional culture (static culture), and (l) bioreactor culture (dynamic culture). 
i–l) Reproduced with permission.[114] Copyright 2017, Elsevier. m) Image of electrospun PVDF–TrFE nanofiber scaffolds before implantation. n) The 
demonstration process of implanting the actuator in the subcutaneous thigh region of a Sprague Dawley (SD) rat (upper right) and the implanting site 
after suturing (lower right). o) Fluorescence microscopy images of L929 fibroblast cells on excited unpoled PVDF–TrFE and p) excited poled PVDF–TrFE 
scaffolds after 3 days. m–p) Reproduced with permission.[115] Copyright 2018, Elsevier. q) Ultrasound (US) stimulation of the piezoelectric β-PVDF 
membrane induces neuronal differentiation of PC12 cells due to wireless, mechanical deformation of the β-PVDF membrane. r) Time-lapse images of 
PC12 cells stimulated by piezoelectric β-PVDF upon US stimulation. q,r) Reproduced with permission.[116] Copyright 2017, Nature Publishing Group.
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illustrates the atomic force microscopy (AFM) results for four 
different PLLA films. It is obvious that a significantly higher 
quantity of proteins is adsorbed on the surface of the poled 
PLLA samples. Specifically, higher adhesion and proliferation 
of cells was observed in negatively charged PLLA. The pro-
tein adsorption test showed that surface charges can alter the 

conformation or orientation of the adsorbed proteins, which 
may expose or hinder their cell-binding domains.

Santos et  al.[125] produced hybrid microcomposite electro-
spun membranes using PLLA as a matrix and glass-reinforced 
hydroxyapatite granules (gHA) micrometer particles as a filler 
material to increase bone regeneration compared to PLLA 
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Figure  8.  PLLA-based actuators and tissue stimulators. a) Schematic of demonstration of tweezers. b–d) Photographs showing the grasping 
of a thrombosis sample using PLLA fibers controlled by applied voltage and e–g) removal of a thrombosis sample. a–g) Reproduced with 
permission.[119] Copyright 2005, Taylor & Francis Group. h) Releasing a bead and i) grasping a bead using PLLA fibers with control by applied 
voltage. h,i) Reproduced with permission.[120] Copyright 2004, Taylor & Francis Group. j,k) X-ray CT photographs of the tibiae of cats at 8 weeks after 
implantation of rods of different materials: (j) undrawn PLLA, (k) drawn PLLA (draw ratio = 4). j,k) Reproduced with permission.[122] Copyright 1996, 
Wiley-VCH. l) Images of PLLA films obtained after poling with a DC bias of ±40 V. m–p) Topography images of PLLA thin film surfaces acquired in 
AFM tapping mode in liquid (m) nonpoled area before protein adsorption, (n) nonpoled area after protein adsorption, (o) positively poled area after 
protein adsorption, and (p) negatively poled area after protein adsorption. l–p) Reproduced with permission.[124] Copyright 2011, AIP Publishing 
LLC. q) Illustration of the fabrication electrospinning setup used to obtain the gHA–PLLA membranes. r–u) Confocal laser scanning microscopy 
(CLSM) representative images of MG-63 osteoblastic cells cultured on PLLA (r,s) and gHA–PLLA membranes (t,u) for 24 h. q–u) Reproduced with 
permission.[125] Copyright 2017, Elsevier.
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membranes. It is important to note that electrospinning PLLA 
nanofibers have been shown to be piezoelectric (Figure 1d). The 
electrospinning setup used to obtain the PLLA and gHA–PLLA 
membranes is presented in Figure  8q. Osteoblastic cells were 
seeded on the composite membranes, and at day 1, an increased 
cell spreading was verified on the gHA–PLLA samples com-
pared to the PLLA samples (Figure 8r–u). Bone-bonding ability 
showed that both the samples induced HA crystal nucleation, 
but gHA microcomposite allows a better F-actin cytoskeleton 
organization and increases alkaline phosphatase activity, making 
them potential candidates for bone healing applications.

4. Conclusion and Future Outlook

In summary, piezoelectric biomaterials are a class of functional 
materials that can convert mechanical deformation into elec-
tricity and vice versa. Those materials are or can be biocom-
patible for use in many different biodevices. We have reviewed 
the working principle of the different types of piezoelectric bio-
materials used in biosensors, bioactuators, and tissue stimula-
tors. State-of-the-art biocompatible piezoelectric materials have 
been reported with a focus on material properties. A compar-
ison between the different piezoelectric biomaterials including 
organic and inorganic piezoelectric biomaterials has also been 
presented. Each of these materials must be chosen based on 
the application, and further developments are needed to trans-
form them into useful biomedical devices. While inorganic 
piezoelectric materials have been widely explored, organic 
piezoelectric biomaterials offer a unique choice, particularly in 
biosensing applications owing to their excellent properties of 
being mechanically flexible and biocompatible.

Several challenges need to be overcome for better use of both 
inorganic piezoelectric and organic piezoelectric in medicine. 
These include 1) how to make highly efficient piezoelectric inor-
ganics (such as PZT) more biocompatible, 2) how to improve 
modest piezoelectric constants of organic materials, and 3) how 
to obtain a robust control over dissolution rate of some biode-
gradable piezoelectric polymers (e.g., PLLA, silk, etc.). Solutions 
to the first problem include the use of biocompatible encapsula-
tors or fabricating lead-free piezoelectric inorganics.[126–128] For 
the second problem, piezoelectricity in organic polymers can 
be enhanced by creating composites, mixing together organic 
and inorganic materials, or creating multilayer piezoelectric 
devices.[129–131] To solve the third challenge, biodegradable piezo-
electric polymers can be treated under different conditions (e.g., 
different temperatures or stretching ratios or poling electrical 
fields) which will help to engineer their degradation rate.[132–134]

Despite such challenges, the field of piezoelectric biomate-
rials is gaining interest at a fast pace with growing applications 
in the development of biosensors and other biomedical devices. 
Recent advances in piezoelectric biomaterials and manufac-
turing/processing will continue to bring about new diagnostic 
tools and more effective treatments in medicine.
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